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This supplement contains information 
necessary to ensure the accuracy of the 
above manual. 
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Change #1, 550 
On the second page, under the Warnings, replace 
the 13th bullet with: 

 
• The – test probe (BLACK) must be stowed in 

the bottom storage location in the back case 
before measurement with the FieldSense 
function. See the Quick Reference Guide for 
this Product. 
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